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Abstract

Nanomedicine holds great promise for treating complex diseases, particularly due
to its unique ability to sustain and target drug delivery. However, the validation
method has been a great challenge to the development of nano-based therapeutics.
The main reason is the unpredictable delivery dosage and lack of adequate pre-
clinical trial methods that replicate the human biological environment for testing
nanomedicine. This project introduced organ-on-a-chip (OOC) method to mimic the
human vascular environment in vitro for studying the transportation of nanopar-
ticles in human vessels. The goal was to use commercially available resources to
increase the generalization and ease of adaptability for other labs working within
the field of nanomedicine.
The build-up of this vessel-on-a-chip (VoC) was successfully achieved using a mi-
crofluidic chip from Ibidi along with a microfluidic set-up to stimulate the human
umbilical vein endothelial cells (HUVEC) seeded in the chip. The cells formed an
oriented endothelial cell (EC) monolayer mimicking the endothelium of a capillary
under a 24-hour flow of 10dyn/cm2. This monolayer acted as a barrier preventing
NPs from extravasating into the tissue, which is an important aspect of nanoparticle
delivery.
In addition, a computational fluidic dynamic (CFD) simulation approach was con-
ducted to further enhance the predictability of NP transportation. The microfluidic
simulation helped to explain unexpected phenomena during the flow experiment.
Although the blood flow simulation had some limitations, it could provide useful
insights when evaluating a potential uptake amount of NPs when administered sys-
temically. This integrated study of combining VOC with CFD simulation enhances
our understanding of NP behavior in human vessels but requires further optimization
to be fully operational.

Keywords: VOC, Nanoparticle, laminar flow, HUVECs, CFD
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List of Acronyms

Below is the list of acronyms that have been used throughout this thesis listed in
alphabetical order:

NP Nanoparticle
OoC Organ-on-a-chip
VoC Vessel-on-a-chip
CFD Computational Fluid Dynamics
RBC Red Blood Cell
DMSO Dimethyl Sulfoxide
PPE Personal Protective Equipment
HUVEC Human Umbilical Vein Endothelial Cell
EC Endothelial Cell
PC Protein Corona
CAM Cell Adhesion Molecule
SMC Smooth Muscle Cell
PDMS Poly(dimethylsiloxane)
Re Reynolds number
COLI Collagen type I
PDL Poly-d-lysine
PLGA Polylactic-co-glycolic acid
FITC Fluorescein isothiocyanate
FBS Fetal Bovine Serum
COP Cyclo olefin polymer
COC Cyclic olefin copolymer
TNS Trypsin Neutralization Solution
Hepes BSS Hepes Buffered Balancded Salt Solution
EDTA Ethylenediamine tetraacetic acid
PLL Poly-L-lysine
HPMEC Human Pulmonary Microvascular Endothelial Cell
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Nomenclature

Below is the nomenclature of parameters, and variables that have been used through-
out this thesis.

Parameters

d Diameter
b Width of the channel
h Height of the channel
π Ratio of a circle’s circumference to its diameter
Re Reynolds number

Variables

Q Flow rate
V Flow velocity
µ Dynamic Viscosity of the flow
τ Shear Stress
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1
Introduction

1.1 Background

Nanomedicine is the application of nanotechnologies to medicine [1], and since the
success of nanoparticles (NP) used as carrier for the COVID-19 vaccine [2], the de-
mand and potential of nanomedicine have signi�cantly expanded. The translation
and transportation of mRNA material inside the human body had been a challenge
for genetic vaccines for years, where the delivery of mRNA in vivo kept meeting
obstacles such as unstable and ine�cient delivery [2]. The implementation of lipid
nanoparticles as a cargo helped to targetly deliver of the mRNA citemrna. Other
FDA approved nanomedicines include polymeric-based NPs such as Genexol-PM,
treating more complex and recalcitrant diseases such as lung cancer [3],[4]. However,
despite the success of these nano-drugs and the possibilities, nanomedicine still dis-
advantages the clinical translation of other FDA-approved drugs, potentiating their
delivery, e�cacy, and safety [5].

Based on a study from 2022, there were only 100 of 663 nanomedicines got approval
on the market and the rest of 563 nanomedicines were in the clinical process or
other stage [6], which indicates the challenge of clinical translation for NP-based
medicine. One of the reasons that leads to clinical failure is low e�cacy. NPs are
mainly administered through injection which demands overcoming multiple biolog-
ical processes such as circulation, accumulation, and cellular internalization. Such
complicated biological procedures easily cause insu�cient e�cacy. FDA has yet to
publish regulatory standards for nanomaterials, moreover, the gaps between human
and animal models enhance the chance of clinical trial failure because of distinct
interspecies di�erences.

This project is built upon a Vessel-on-a-Chip(VoC) model previously developed in
the lab at Chalmers and is an extension of the work. Understanding how NPs are
transported in the human body and untaken into cells are crucial problems, where
particle chemical composition and properties such as size, charge, and shape has
a huge in�uence on the interaction between the NPs and cellular environment [7].
The project is focused on a more thorough study of NP transportation within the
vascular system, aiming to enhance the understanding and capabilities of NP design
and application for drug delivery.
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1. Introduction

1.2 Purpose

The aim of this 30-hp thesis project is to establish a vessel-on-a-chip (VoC) model
to enhance the understanding of polymeric NP transport within blood vessels to
increase the success rate of clinically translated nanomedicine. The study of NP
across the endothelial cell(EC) monolayers will be built on a micro�uidic setup.
The transportation of NP transportation inside the vascular system will also be
studied using computational simulations.

1.3 Goals

This project encompassed multiple issues and scopes. Firstly, the wet lab experiment
will begin with optimizing the micro�uidics set-up to achieve a HUVEC monolayer
in the chip channels. Based on that, the project involves the measurement of transit
time and transport ratio of diverse NPs across HUVEC monolayers, both under
statics and under �ow conditions. The dry lab of the project entails computational
�uid dynamics (CFD) simulation within the microchip, incorporating di�erent blood
�ow scenarios of NP dispersions within the vascular environment.

1.4 Limitations

The project exclusively uses HUVEC cells, indicating that the �ndings may not be
directly applicable to other cell lines. Given the di�erential of the particle proper-
ties, the results are speci�c to the NPs tested in this study, focusing on how these
properties a�ect transportation e�ciency. The VoC is a module that mimics the
biological environment of a human vessel and, thus can not completely represent
the response of the human body. Additionally, due to the lack of incubation setup
within the microscope, the measurement of the NP through VoC would only be con-
ducted at speci�c time points. In the simulation part, the Turbulent Flow module
was not feasible due to the requirement of a computer with a better processing unit,
and the particle shape defaulted to be spherical, thus physical replication of the red
blood cell (RBC) shape was limited.

1.5 Risk Assessment

The materials used in this project, Dimethyl Sulfoxide (DMSO) and Fetal Bovine
Serum (FBS), both have a moderate hazard level.

ˆ DMSO was utilized as a cryoprotectant for cells, DMSO can cause skin and
respiratory irritation and be absorbed through the skin, leading to potential
systemic e�ects. It is also combustible under certain conditions.
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1. Introduction

ˆ FBS was used during the measurement of nanoparticle transmission. FBS
carries a low but present risk of biological contamination and can potentially
cause allergic reactions in some individuals.

To avoid these risks, both substances were handled with appropriate personal pro-
tective equipment (PPE) including lab coats and gloves. All preparations were
conducted under a laminar �ow hood to minimize the risk of direct contact with
skin and eyes, and to avoid inhalation.

1.6 Ethical Aspect

The success of developing such an NP testing module has the potential to replace
animal testing that is still frequently demanded for developing new drugs such as in
nanomedicine [6], [8]. From an ethical perspective, the replacement of animal testing
is worth to investigate. Animal models do not fully represent the human response,
which is particularly important in nanomedicine, where nano-delivery systems are
designed to target speci�c cells or tissues in the human body. This indicates that a
working protocol based on VoC for NP delivery could not only reduce the reliance
on animal test but also speed up the procedure of translating nanomedicines into
clinical trials. The VoC approach aligns with ethical principles by minimizing animal
su�ering and improving the accuracy and e�ciency of preclinical testing.
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2
Theory

2.1 Challenges for Nanomedicine

NPs utilized in the nanomedicine �eld vary in size, shape, material compositions,
and surface charge [9].NP sizes range usually from 1 to 500nm [1] and include
various materials such as lipid-based nanomedicines, polymer-based nanomedicines,
nanocrystals, inorganic nanoparticles, and protein-based nanomedicines [3],[9]. Due
to such diversity, NP has the capacity to deliver bioactive molecules to target lo-
cations inside the human body, including therapeutic agents and imaging contrast
enhancers in medical applications [1]. Polymeric-based NP, in particular, are excel-
lent vehicles for controlled drug release due to their stability and biocompatibility
[10]. Nanomedicine has been proven to reduce side e�ects and increase the e�cacy
of existing medicines for chronic in�ammation, and NP could facilitate the transport
of unstable and toxic substances [1].

Despite the broad application possibility of NP, disadvantages of NP include cy-
totoxicity and incorrect dosage [11]. In an analysis of NP delivery to tumor in
both clinical and preclinical stages, the improperly designed injection routine and
dosage resulted in a median of only 0.7% of the administered nano-based medicine
accumulating in the target tissue after injection [12]. When the NPs enter the blood
circulation, they are distributed throughout the body into non-targeted organs, par-
ticularly into the liver, which functions as a biological �lter in the human body. Up
to 45% of administered 500 nm polymeric NPs can accumulate in the liver, where
they are then degraded, thus increasing the hepatic burden and potential toxicity
[11],[13].

Another important phenomenon that occurs after NP enters the blood circulation
is the protein corona (PC) e�ect, caused by proteins binding and coating the NP
surface [14].The PC could a�ect the size change and surface properties of the NP,
thereby in�uencing the delivery e�ciency and uptake into the target tissue. Al-
though the PC is hard to avoid during nanomedicine design, some formulations of
polymer-based NP have successfully limited the interaction between NP and plasma
proteins [14],[15]. For instance, an NP was synthesized with di�erent hydrophilic
polymers by Alberg's et al, resulting in signi�cantly fewer plasma proteins on the
NPs' surfaces [15].
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2. Theory

2.2 Vascular System

2.2.1 Function and Size

The delivery of therapeutics to the target tissue mainly relies on the network of
blood vessels within the body [16]. As Figure 2.1 shows, the blood circulation con-
sists of three parts, each with characterized functions and di�erent sizes. First,
arteries and arterioles convey blood from the heart to the capillary network, where
the red blood cells carry oxygen and other nutrients. Then the capillaries deliver
blood with nutrients to tissues and the blood from the tissue is collected by larger
veins and venules, completing the circuit of circulation [17]. Capillaries typically
have a diameter range of 8 to 10�m , while the major vessels like the aorta and the
vena cava have diameters of about 30,000�m [17],[18].

Figure 2.1: Schematic image of the vascular system and the corresponding sizes
of di�erent parts. Image created in BioRender.com (2024)

5



2. Theory

2.2.2 Capillary and Endothelium

Figure 2.2: Schematic image of the capillary structure which is formed by a single
layer of endothelial cells. Image created in BioRender.com (2024)

Unlike a large artery that is covered and supported by ECs and smooth muscle cells
(SMC), the capillary vessel wall is a tube-like structure consisting of only endothe-
lium, a single monolayer of ECs as shown in Figure 2.2. ECs across the vascular
tube are thin and oriented cells that are roughly 50�70�m long, 10�30 �m wide,
and 0.1�10 �m thick [19]. Approximately 10 to 60 �1012 ECs in the human body
form about 300-1000m2 endothelium surface. ECs are laterally opposed to each
other with a 10-20nm gap between neighboring cell membranes [17].

The endothelium forms the inner cellular lining of all blood vessels and the align-
ment of ECs is �ow-dependent [20]. The capillary vessel wall is a tube-like structure
consisting of the endothelium, a single monolayer of ECs that separate the blood-
stream from other tissues. Individual ECs are rounded and randomly oriented under
static conditions [21], while ECs across the vascular cube are thin and oriented cells
with a rectangular-like shape [19]. Long axes are oriented in the direction of blood
�ow, although ECs of the pulmonary are shorter and wider than aortic ECs [20].

2.2.3 Nanoparticle Extravasation over Endothelial Cells

The endothelium is a semi-permeable barrier that is modi�ed in response to spe-
ci�c stimuli [22]. Transportation across the endothelium can consist of transcellular
pathways, where the substance is transmitted through the EC, or paracellular path-
ways, where the substance is transmitted through the inter-endothelial junctions
[23]. Transcellular transport consists of passive transport, passive di�usion, active
transport, or endocytosis [24]. The internalization process of nanocarriers via cell
adhesion molecule (CAM)-mediated endocytosis typically occurs within 15 to 20
minutes, indicating a relatively e�cient uptake mechanism [16].

6



2. Theory

2.3 Hemodynamics

Hemodynamics is the study of blood �ow distribution and blood pressure in the
vascular system [25]. The special cytoskeletal components, stress �bers, inside ECs
can detect the shear forces of blood �ow and react by modifying their cytoskeletal
structure [26]. This adjustment subsequently changes the tension exerted on junc-
tion proteins, indicating the formation of endothelial layer [27],[28]. The key factor
a�ecting the formation and maintenance of the endothelial layer in response to the
blood �ow are the blood viscosity, the �ow types and rate, and the shear stress
[29],[30].

2.3.1 Blood Viscosity

Blood is a Non-Newtonian �uid and the viscosity(� ) of the blood varies in the
vascular system, it is generally modeled as a Newtonian �uid in computational
hemodynamics studies [31]. The viscosity varies mainly related to the RBCs and
plasma factors [32]. Plasma is a Newtonian �uid with a non-changeable viscosity
value of around 1.2�1.3 cP at37� C. The Fåhræus-Lindqvist is a plasma-skimming
behavior of blood �ow in smaller capillaries with a diameter under 0.3mm, while
RBCs only distribute in the center of the vessel, leaving plasma near the vessel wall
[33]. This e�ect leads to the viscosity value of adult healthy blood at around 4 cP
at 37� C reducing to around 2 cP in small capillaries [32], [34]. Contributing to this
change also stems from RBC having di�erent formations and shapes in the vascular
system. In a capillary with a diameter of approximately 5�m , RBCs must deform
to pass through this narrow passage, leading to a lower viscosity. In contrast, RBC
tends to be more aggregating at larger vessels, causing the increasing of viscosity.

2.3.2 Blood Flow Types and Velocity

Blood �ow is de�ned as the amount of blood �owing through the lumen of a blood
vessel at a given time. Blood �ow varies at di�erent vascular parts as Figure 2.3
shows, although laminar �ow is the most common �ow of blood[18].
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2. Theory

Figure 2.3: Schematic image of the blood �ow rates and types. Image created in
BioRender.com (2024)

In bigger arteries, the �ow velocity can reach 40-50 cm/s, resulting in turbulent
�ow due to the high-speed �ow conditions. Meanwhile, the blood velocity is around
0.03cm/s in the smallest capillaries, resulting in a laminar �ow. The volume �ow
rate Q can be calculated by the equation below, whereV represents the �ow velocity
and d represents the diameter of the vessels.

Q = V � �d 2=4 (2.1)

The physical nature of a �ow �eld may be characterized by the Reynolds number
(Re) [35]. When the Re value reaches above 4000, the �ow can be considered
turbulent, when the laminar has a Re value lower than 2000. Re value of �ow in a
pipe is calculated as follows:

Re = V d�=� (2.2)

whereV represents the velocity,d is the diameter of the pipe,� is the density of the
�ow and � is the dynamic viscosity of the �ow.

2.3.3 Shear stress

Shear stress (� ) is the tangential force of the �ow onto the �ow container surface and
is essential for proper EC function [36]. ECs under directed exposure to the blood
�ow force mechanically responds to the signal and aligns with the blood streamline
[37]. Shear stress in vessels is calculated as:

� vessel =
32� �Q

�d 3
(2.3)

where� represents the viscosity,Q represents the �ow rate,d is the diameter of the
vessel, and� the ratio of the circumference of a circle to its diameter.
Shear stress in a parallel plate chamber is calculated in a similar way:

� chamber =
6 � �Q

bh2
(2.4)
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whereb and h represent the width and height respectively.

The endothelium is exposed to high-level shear stress up to 70dyn=cm2 in arteries
and to 1 dyn=cm2 in veins, while in capillaries the range of shear stress is 10 to 20
dyn=cm2 [37].

2.4 Vessel-on-a-chip

VoC is a type of OoC and an in vitro cell culture technique that builds up microfab-
ricated vessels to mimic blood vessels. It is particularly integrated for studying of
transvascular transport and cell-tissue interactions [38]. To construct a VoC, vascu-
lar cells, such as ECs and SMCs, as well as micro�uidic devices including a �ow setup
and micro�uidic chip are required. Common method for building VoC involves seed-
ing ECs into a microchannel-based chip and connecting the chip to the micro�uidic
�ow system. The most frequently used material of the chip is poly(dimethylsiloxane)
(PDMS).

Many NP studies employ VoC or other OoC technology involving ECs [39], [40].
Namdee's project utilized VoC to evaluate the imagination of nano- and micro-
sphere in microvessels by changing the hemodynamic conditions, such as the size of
the micro�uidic chip and the �ow speed [41]. He suggested that the microspheres
outperformed nanospheres in adhering to the microvessel wall. Another example of
OoC application is Kwak's study of NP transportation around a simulated tumor
[42]. In the project, a tumor-on-a-chip platform was established, combining blood
vessels, tumor tissue, and lymph vessels through three di�erent types of microchan-
nels in the same micro�uidic chips. This model was developed to investigate which
properties of NPs a�ect targeted NP delivery in cancer therapy. The study showed
that NP with smaller diameters could di�use through the tumor more e�ciently.
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Methods

This project involves literature studies, experimental research, and computational
simulations. The experiment in the laboratory generally consisted of two parts,
�rst establishing the VoC, and then conducting measurement of NPs behavior and
uptake in the VoC.

3.1 Literature study

In this project, a wide range of literature studies were needed to support the research.
The sources utilized included databases such as PubMed, COMSOL gallery, and
Reaserchgate. Since the project consists of experiments with micro�uidics chips in
the laboratory as well as simulations, the procedure of cell subculture and microchip
adherence process was studied. The protocol and tutorials from the chip company
and the simulation software were also referenced.

3.2 Material

The materials and equipment used in the study included HUVECs, the HUVEC
cell medium, and DetachKit from PromoCell (Heidelberg, Germany), FBS was used
during NP transportation experiments. Coating materials included Collagen type I
(COLI), sourced from rat tails with a concentration of 4.24 mg/mL (Corning, New
York, USA) and poly-D-lysine (PDL) hydrobromide (Merck, Darmstadt, Germany).
The study also utilized BE micro�uidic chips, speci�cally the BE-FLOW STAN-
DARD chip and BE-DOUBLEFLOW STANDARD chip, both from BEOnChip
(BEOnChip S.L. Zaragoza, Spain), as well as Ibidi� -Slide I Luer Glass Bottom
chips and Ibitreat chips from Ibidi (Ibidi, Gräfel�ng Germany).
Additionally, 190 nm poly(lactic-co-glycolic acid) (PLGA) nanoparticles with �u-
orescein isothiocyanate (FITC) labeling were used. The study employed phase
and confocal microscopes (Nikon, Japan), Nuclear Stain (Hoechst 33342), and mi-
cro�uidic equipment including a peristaltic pump (Fischer Scienti�c, Massachusetts,
USA), a connecting kit(Ibidi, Gräfel�ng Germany), Silicone Tubing (Darwin Mi-
cro�uidics, Paris, France) and Falcon Tube (Darwin Micro�uidics, Paris, France).
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3.3 VoC Optimization

3.3.1 Micro�uidic chips

A B

C D

Figure 3.1: Pictures of all types of micro�uidic chips utilized in the project. (A)
Picture of BE-FLOW STANDARD chip. (B) Picture of BE-DOUBLEFLOW STAN-
DARD chip. (C) Picture of Ibidi � -Slide Ibitreat. (D) Picture of Ibidi � -Slide Luer
Glass Bottom chip.

Four types of micro�uidic chips from two brands were utilized in the project, BE-
�ow STANDARD in Figure 3.1A (BEOnChip S.L. Zaragoza, Spain), BE-double�ow
STANDARD in Figure 3.1B (BEOnChip S.L. Zaragoza, Spain),� -Slide I Luer 0.4
mm IbiTreat in Figure 3.1C (Ibidi, Gräfel�ng Germany) and � -Slide I Luer 0.4 mm
glass bottom in Figure 3.1D (Ibidi, Gräfel�ng Germany). The two BE chips are
made from Cyclo ole�n polymer (COP) and cyclic ole�n copolymer (COC), which
claim to be medical-grade plastics, and had two narrow channels of the same size.
The Ibidi ibitreat � -Slide chip (Ibitreat) has a modi�ed surface with good surface
adhesion and hydrophilicity, while the Ibidi � -Slide glass bottom chip (IbGlass) has
a glass surface. The dimensions of the channels in the chips are listed in Table 3.1
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below.

Table 3.1: Dimension of four Micro�uidics Chip

Micro�uidic Chip Parameters
Chip Type Width (mm) Height ( � m) Length (mm)

BEOnChip (Both) 1.5 375 4.5
Ibitreat 1.5 400 5
IbiGlass 1.5 450 5

3.3.2 Cell culture and subculture

In this project, HUVECs were used according to protocol from PromoCell. The
cells were stored in the� 150� C freezer and then thawed in a37� C water bath. The
thawed cells were transferred into a T75-�ask �lled with 10 ml HUVEC cell medium
and cultivated at 37� C, 5% CO2 incubator, and were subcultured when reached
a con�uency of 70-90%. DetachKit was used during subcultivation to detach the
cells. Brie�y, the cells were washed with Hepes Bu�ered Balanced Salt Solution
(BSS) for 15 seconds and the Trypsin/ethylenediamine tetraacetic acid (EDTA)
solution was used to detach the cells from the �ask surface. After 5 minutes, the
Trypsin Neutralization Solution (TNS) was added to neutralize the trypsin. The
cell suspension was transferred into a falcon tube for centrifugation at 500xg for
5min. Meanwhile, the detached cells were counted by Cell Counters (Thermo Fisher,
USA) to determine the total amount of the ECs in the tube. After centrifugation,
the supernatant was removed and HUVEC cell medium was added to resuspend
the cells at the desired concentration of either2:5 � 106cells=ml or 3 � 106cells=ml
depending on the chip type, as seen in Table 3.2.

Table 3.2: Endothelial Cell Density in Human Vessels and Corresponding
Cell Concentration for Micro�uidic Chip Experiments.

Endothelial Cell Density and Concentration
Condition Cell Density/Concentration

Human Vessel EC Density 0:7 � 3:2 � 105 cells/cm2

In Vitro EC Density on Chip 1 � 105 cells/cm2

Cell Concentration for Ibidi Chip 2:5 � 106 cells/ml
Cell Concentration for BEOnChip 3 � 106 cells/ml
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3.3.3 Micro�uidic set-up optimization

3.3.3.1 Cell seeding in the micro�uidic chip

Figure 3.2: Procedure schematic of cell seeding in the micro�uidic chip. Image
created in BioRender.com (2024)

The cell seeding routine for all four chips was similar, as illustrated in Figure 3.2.
The process started by coating the channels inside the chip with either COLI or
PDL at the corresponding concentration and volume, as detailed in Table 3.3. The
coated chips were put inside a Petri dish and incubated for the required time by
the coating solution. After incubation, the coated surfaces were thoroughly washed
with Dulbecco's Phosphate Bu�ered Saline (DPBS) 2-3 times. The cell suspension,
prepared at the desired cell concentration, was then introduced into the channels.
For the HUVECs to form a con�uent layer, the chip seeded with cells was placed
into the Petri dish and incubated for at least 6 hours.
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Table 3.3: Coating Time Requirements for Di�erent Materials Across
Various Micro�uidic Chips

Coating Parameters for Various Micro�uidic Chips
Chip
Type

Channel
Volume

Coating
Material

Coating
Concentration

Incubation
Time

Drying
Time

Ibitreat
100�l COLI 250�g=ml 30 min -
100�l PDL 250�g=ml 5 min >16 h

IbGlass
125�l COLI 250�g=ml 30 min -
125�l PDL 250�g=ml 5 min >16 h

Be�ow/BeDF
28:5�l COLI 300�g=ml 30 min -
28:5 �l PDL 200�g=ml 5 min >16 h

3.3.3.2 Micro�uidic set-up

To avoid contamination and improve the �uidic procedure, a connecting kit and a
Micro�uidic Reservoir of a 50 mL Falcon Tube were connected to the pump and the
chip was changed. A peristaltic pump and 2 mm 3-stop Platinum-cured Silicone
Tubing were used in this set-up as Figure 3.3.

Figure 3.3: Micro�uidic system set up schematic. Image created in BioRender.com
(2024)

3.3.3.3 Flow rate set-up

The viscosity of HUVEC cell media is 0.8 cP. Based on the dimension in Table 3.1
and equations 2.1, 2.2 and 2.4, the relation between �ow rateV in unit ml=min and

14



3. Methods

shear stress� in unit dyn=cm2 could be simpli�ed as:

� beon = 3:79V (3.1)

� ibitreat = V (3.2)

� ibGlass = 0:79V (3.3)

The channel dimensions for both BEOnChip were the same, thus the corresponding
calculations were conducted accordingly. The designed �ow parameters and time
span for the �ow experiment were calculated using the equations above in Table 3.4.
The �ow rate was designed to increase gradually until it reached the shear stress
level at 10dyn=cm2 to reduce the risk of cell detachment.

Table 3.4: Flow Rate Set-up with corresponding Shear Stress and Time.

Micro�uics Flow Set-up Parameters
Chip type Flow Rate ml=min Shear Stress dyn=cm2 Time Span

Both BEOnChips
0.5 2 30min
1.3 5 30min
2.6 10 in�nite

Ibitreat
2 2 30 min
5 5 30 min
10 10 in�nite

IbiGlass
2.5 2 30 min
6.3 5 30 min
12.7 10 m in�nite

3.3.4 Cell Alignment Con�rmation

A MATLAB function was developed to evaluate the alignment of the ECs with
the �ow direction. The function comprised of two parts, cell detection, and cell
direction evaluation. In the detection part, the main Matlab functions used were
adapthisteq to enhance the contrast, whileimclose and edge were employed for
�nding the cell boundaries. The �ow direction was considered to be 0 degrees as
Figure 3.4 shows. The angle di�erence between the cells and the �ow direction was
determined by drawing the longest quiver within the cell boundary and calculating
the coordinates of its endpoints. This approach provided an accurate evaluation of
cell orientation related to the �ow.
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Figure 3.4: Illustration of the Cell angle calculation.

3.4 Measurement of NP extravasation over the
endothelial layer

Fluorescent molecules were used for labeling the cells and the NP during imaging.
The EC nuclei was stained by the �uorescent dye Hoechst 33342, and the 190nm
polylactic-co-glycolic acid (PLGA) NPs were loaded with FITC (Table 3.5).

Table 3.5: Staining compounds for nuclear and NPs, and their excitation
wavelengths, emission wavelengths, and corresponding colors.

Fluorescent Staining for Nuclear and Nanoparticles
Fluorescent

Dye
Excitation

Wavelength
Emission

Wavelength
Color

Nuclear Hoechst 33342 346nm 460nm Blue
NP FITC 495nm 519nm Green

3.4.1 Confocal Fluorescence Microscope

The measurement was conducted with a Confocal Fluorescence Microscope, a com-
monly used tool for high-resolution bioimaging. The sample, stained with a �uo-
rescent label, was scanned with a corresponding laser, and the emitted light from
the label was then captured by the microscope's detector. The signal was then pro-
cessed into image form, and several images along the z-axis were combined to form a
Z-stack. The Z-stack images allow for a detailed 3-dimensional study of the sample.
The working principle of the z-stack could be simpli�ed as:

1. Laser scanning of the �rst in-focus layer along the z-axis.
2. The objective lens and the corresponding focal plane move down with one

step size, and the second layer of the sample is captured by repeating the laser
scanning.

3. Finally, the layers are sequentially packed as a Z-stack image.
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3.4.2 Staining cells and nanoparticle treatment

After con�rming the alignment of the EC monolayer, a 10�g=ml Hochest 33342
suspension was added into the channel followed by a 30-minute incubation. The
channel was then washed with cell medium before adding the prepared suspension
of labeled NPs. For static conditions, a 150µl of HUVEC cell medium of NP
concentration of20�g=ml was incubated for 30 minutes before being added into the
channel. For �ow conditions, 500µl of FBS was incubated with an NP concentration
of 15�g=ml for 30 minutes. The FBS suspension, along with 4.5 ml of cell medium
resulting in a �nal NP concentration of 1:5�g=ml , was then added to a Falcon tube
under the micro�uidic conditions.

3.4.3 Measurement and Image Processing

Based on the given excitation laser, three color channels of every layer of the sample
were captured: the blue channel collected the Hoechest �uorescence signal, the
green channel collected the FITC �uorescence, and the transmitted non-�uorescent
channel revealed the morphology of the cells. The images were scheduled to be taken
at 10 minutes, 30 minutes, 1 hour, 2 hours, and 3 hours after introduction of the
NPs into the chip. The step size of layer shifting was set as 1 or 2�m .
Two di�erent �uorescence signal intensities at each z-stack layer were then calcu-
lated. The position of the ECs monolayer on the z-axis was determined by the
highest blue intensity z-coordinate in each stacked image. NP �uorescence intensity
over time was then correlated and plotted.

3.5 CFD Simulation of Flow and NP Behavior un-
der Flow

COMSOL Multiphysics is a widely used simulation software that supports various
modules for di�erent types of studies. In this project, the Laminar Flow study and
the Particle Tracing for Fluid Flow study submodules were utilized, based on the
guidelines provided in the COMSOL user guide[43],[43]. The simulation consisted of
three parts, the shear stress and �ow velocity simulation of di�erent chips used in the
project were simulated with a Laminar Flow module, and the blood �ow simulation
with RBCs and NPs in an artery and a capillary was studied with Laminar Flow
and Particle Tracing modules. The related equations used for di�erent modules are
included in Appendix A.

3.5.1 Micro�uidic Chip Simulation

The laminar �ow mode was used since the Re values for all the chips were around 50
calculated with the equation 2.1. The geometries of the chips were built according
to the chip features and the dimension Table 3.1. Since the dimensions of both Ibidi
chips were similar and the dimensions of the BEOnChips were the same, only one
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of each model was built in this project. Figures 3.5A and 3.5B below illustrate the
geometries of the chip channel.

A B

Figure 3.5: Geometries of the BEOnChip (A) and Ibitreat (B) simulations.

The inlet and outlet represent the location where the �uid enters and leaves the
channel. The wall boundary was set as the no-slip condition. The inlet �ow prop-
erties were set as the same as in VoC experiments, the �ow rate for BEOnChip
was de�ned as 3 ml/min and 10 ml/min for Ibitreat chip to match the micro�uidics
set-up.

3.5.2 Blood Flow Simulation

3.5.2.1 Models of Capillary and Arteriole

As Figure 3.6A shows, a partial capillary model was established, and the diameters
of the capillaries varied from 8 to 10�m . The arteriole was modulated as a tube of
5 mm diameter to match the width of the Ibidi chip in Figure 3.6B.

A B

Figure 3.6: Dimensions of a capillary (A) and an arteriole (B).
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3.5.2.2 Flow and Particle Simulation

Laminar �ow and particle tracing studies were performed for both simulations. The
wall condition was set to 'stick' to mimic particle attachment to the vessel wall.
Two sizes of NP were studied for capillary �ow simulation, whereas only one size
was studied for arteriole �ow. NPs were designed to be released from the upper inlet
of the tube. The parameters used for these simulations are detailed in the Table 3.6
below.

Table 3.6: Flow and Particle Parameters used for Blood Flow Simulation
and Particle Tracing.

Particle simulation parameters for both models

Model
Flow
Rate

Viscosity
RBC

Diameter
NP

Diameter
NP

Releasing

Capillary 6 � 10� 6ml=min 1.2 cP 7�m
180 nm

& 250 nm
10 per ms

Arteriole 500 ml/min 4 cP 7�m 180 nm 100 per 50 ms
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4
Results and Discussion

4.1 Literature Study

This literature study covered various aspects that could improve the VoC setup and
NP measurements. Both PDL and poly-L-lysine (PLL) are commonly used coating
materials for cell culture [44], but PDL was chosen for the experiments over PLL
because PDL is resistant to degradation by cellular proteases [45]. It performs better
if dried overnight and adds the bene�t of being a non-animal material. VE-cadherin
is one of the key proteins involved in the cell junction and formation of mono-
layer [26]. Therefore, it is frequently used to assess the function of EC monolayer
during microvascular studies. For instance, Zheng's study utilized immuno�uores-
cence staining of VE-cadherin to study the migration and permeability of human
pulmonary microvascular endothelial cells (HPMECs).

4.2 VoC Optimization

4.2.1 Evaluation of Micro�uidic Pump Setup for Long-Term
Stability

Figure 4.1A and Figure 4.1C illustrate the micro�uidic system, including the Falkon
tube, connectors and 1-1.5 meter silicon tube with either the BEOnChip or the
Ibitreat chip. After 24 hours of �ow, the system showed no signs of leakage or
breakage. However, the recirculated cell medium became cloudy and the character-
istic pink color of the cell medium faded, as shown in 4.1B. Upon observation, the
cause of this change in the cell medium was a breakdown inside the tubing. Figure
4.1D illustrates the part of silicon connected to the pump had become thinner and
was damaged. This breakage was caused by mechanical stress under long-term �ow
and resulted in crushed silicon inner sections entering into the cell medium as small
white �akes, resulting in the cloudy cell medium.

Therefore, it was deemed necessary to replace the silicon tubing at least every 24
hours to maintain system integrity and avoid the silicon �akes damaging the cells in
the chip channel. Regular inspection and a stable �uidic environment are essential
for VoC building up.
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